" MISSOUR! DEPARTMENT OF HEALTH
STATE PUBLIC HEALTH LABORATORY

DATAMASTER MAINTENANCE REPORT JUK <9 2png

HREATH ALCOHOL PROCE & 4

Completa this reporl in duplicate at the time of the regutar monthly preventive maintenance check, and whenever instrument

1s repaired. Send copy lo Department of Health; retain original in department file. GG ay

DATAMASTER SN DATE cr" nl'optbhoh'
204061 Inv. #127191 05-31-09
LOGATION OF INSTAUMENT {STRIET AND GiTY) . TIME OF INSPECTION
710 South Kingshighway, Perryville, MO 63775 10954 -

CHECKLIST: Place a check {v} lo the left of each ilem if lound to be salisfactory or if operating wilhin established limits. {Write
in observed values where determined.) Unchecked ilems must be correcled before using instrument,

4| DIAGNOSTIC CHECK {PRINTOUT ATTACHED)

W1 computer ¥ oETECTOR
PROGRAM ] FiILTERS B
[/} HEATERS SAMPLE CHAMBER 0 _ <G [¥] QUARTZ STANDARD
FLOW DETECTOR Y] caLiBRATION
PUMP HIGH SPEED W prINTER

W1 INDICATOR LIGHTS

TIME AND DATE

/] SIMULATOR TEMPERATURE (34 <C + 0.2°C) 34.1C

1 CALIBRATION CRECK -

Run three lests using a standard solution. All three tests must be within & 5% of the standard value and must have a
spread of .005 or less. Check the box corresponding to the standard solution being used. {PRINTOUT ATTACHED) {USE
REGIRCULATION PUMP)

¥l 0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
£J 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE
(ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

TEST1 M 099 TEST2 ™ 099 TEST3 098

V] PERFORM R.F.1. TEST (PRINTOUT ATTACHED)

{1 numBeR oF REFUSALS, SINCE LAST MAINTENANCE BREPORT, AND NUMBER OF BREATH TESTS IN EACH BANGE AS
FOLLOWS: (DO NOT INCLUDE SIMULATOR TESTS)

REFUSALS @ {0-.04) i {.05-.09} 2 {.10-.14}) 0 {.15-18) 3 {Over .19) 2

Lisi any new parts and describe any aHleration or modification that was made to resiore the instrument o operate satistactorily
and within established limils (use other side if necessary)

Instrument operating within MODHSS specifications.

.10 Solution  Guth Laboratories Lot # 08340  Expiration Date - 10/15/2009  Bottle #1228

INSPECTING OFFICER

SIGNATURE PRINT NAME

» _ : James R. Sauer
TYPE 1| FERMIT NUMBEH EXPIRATION DATE TELEPHONE NUMBER
920089 04/22/2011 {(636) 300-2800

MO 5661488 {9-94) AN EGUAL DPFORTUNITYZAS F{RMATIVE ACTION EMPLOYER Lab 116
SETV-£0 8 D01 O @ npnahsganatony bass




®
A@ GUTH LABORATORIES, INC.

590 NORTH 67th STREET ® HARRISBURG, PA 17111- 4511 ® TELEPHONE: 747-564-5470

CERTIFICATE OF ANALYSIS
Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 08340 of
Alcohol Reference Solution for Simulator were analyzed by
gas chromatography and found to contain 0.1211 percent
(w/vol) ethyl alcohol. The expiration date for this lot
pumber is October 15, 2009 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C +/- .2°C, this solution will give a breath alcohol -

analysis instrument reading of 0.10 percent BAC.

The alcoho! and water used in this solution were

free of test interfering substances.

I

Ted L. Pauley, President
GUTH LABORATORIES, INC.
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- BAC DataMaster
Evidence Ticket

i ZHHW URI ETATE HIBHWAY PRTROL
B BAC DATAMASTER SERIAL MUMEER a5 1
e

FIRREST TIME: 200

SUBJEEY MARE:

DIOE. JOHM
IOR: 11-1t-1t BEKT M
4qmam\u.r." MO 122455

SAUER.
OFRICER |
FERHIT MU
SEIRATION DRTE: &
MISEELLANEMS TRATH:

=== ERERTH A

BLARK TEST =]
IHVERMAL  STANDARD VERIFIET
FRDIY INTERFERENNE

Lo UFFICER I.D.: 745

BAC DataMaster
Evidence Ticket

MISSOURL STHTE BIGHWFN PATROL
BAC DRTRMASTER SERIAL NUMBER 294E8l

[Py =]

TESTIMHE OFFICER:
SAUERJAMES AR

FERMIT MUMBER: S0aals
EWPIRATION DRTE: Gd-2&-1!
MITSCELLANE it

BLAMY. TEST
INTERMAL ST
EXTERMAL, STRMDART
BLRHE TEST
WTERMAL ETANDARLD
ELFAMK TEST
EXTERMNAL STANMDARD
BLAME TERT
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State of Missouri
DEPARTMENT OF HEALTH

PERMIT
TYPE I

JAMES R, SAUER

is hereby authorized to instruct and supervise operators, train instructors, inspect,
calibrate, perform field repairs, and operate the following breath analyzer(s):

DATAMASTER

for the determination of the alcoholic content of blood from a sampie of expired (alveolar)
air. Issued under the provisions of sections 577.020 through 577.041, RSMo 1986,

Yol § ot buwas st

o 04722109
Diractor of Staie Publlc Health Laboratory
920089

Numbor > ‘
04/22/2011 //éf,.,/ 7. (@’///

Expires

Dhrector, Department of Health

A0 580-0771 (7-88) Lab, 4 (R?-88)



